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Test Overview: 

Model No.:    PGC5007 

Manufacturer’s Name: ABB, Inc. 

Manufacturer’s 
Address: 

843 North Jefferson Street 
Lewisburg, WV 24901 

Type of Equipment: Equipment for Measurement, Control, or Lab use 

Serial No.:   300128-010, 300128-020 

Year of Manufacture: 2011 

Location of Testing: 
Rhein Tech Laboratories, Inc., 360 Herndon Parkway, Suite 1400, Herndon, VA 
703-689-0368 

Date of Receipt: August 11, 2011 

Date(s) of Testing: August 11-16, 2011 

Purpose of Testing: Class A verification 

CE Directives: 

Council Directive:  98/34/EEC: Technical Standards & Regulations Directive- 
    procedure for the provision of information in the  
           field of technical regulations and rules on  
    information society services  
EMC Directive: 2004/108/EC:    Electromagnetic Compatibility with Amending 
    Directives:  92/31/EEC, 93/68/EEC, 91/263/EEC 

 
 
Standard(s) to which device was tested: 
 

GENERIC PRODUCT 
STANDARD 

SPECIFIC TEST STANDARD 
 Tested 
 Not Tested 

EN 61326-1: 2006 Emissions (EN 55011: 2007)   

EN 61326-1: 2006 Harmonic Current Emissions (EN 61000-3-2: 2006) not applicable per 55011 
EN 61326-1: 2006 Voltage Fluctuations and Flicker (EN 61000-3-3: 2008) not applicable per 55011 
EN 61326-1: 2006 Electrostatic Discharge (EN 61000-4-2: 2009)  
EN 61326-1: 2006 Radiated Immunity (EN 61000-4-3: 2006 +A1: 2008)  
EN 61326-1: 2006 Electrical Fast Transients (EN 61000-4-4: 1993, A1:2001)  
EN 61326-1: 2006 Surge (EN 61000-4-5: 2006)  
EN 61326-1: 2006 Conducted Immunity (EN 61000-4-6: 2007)  
EN 61326-1: 2006 Magnetic Immunity (EN 61000-4-8: 1994)  not applicable 

EN 61326-1: 2006 Voltage Dips and Short Interruptions (EN 61000-4-11:2004)  
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